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仙骨部 後頭部 大転子部 肩峰部 腸骨部
仰臥位 ３７．３±２０．６ ５６．３±１７．５ ０ ０ ０
側臥位 N １１．１±１０．７ ２３．８±１７．５ ３２．３±２０．１ １２．５±１０．７ １２．１±１１．４
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Experimental manufacture of a mat for changing the position based on the idea of a
“Columbus’ egg”
Keiko Yagi１）, Kumiko Hirose１）, Tetsuro Soga２）, Michiko Tezuka２）, Akitsugu Tezuka２）, Tetsuya Yuasa２）,
Hiromitsu Satoh２）, Masamitsu Endo３）, and Tokai Sangyo Co., Ltd.
１）Medical Corporation Yusei-kai, Tezuka Hospital Study Committee on Bedsore, Tokushima, Japan
２）Tezuka Hospital, Tokushima, Japan
３）Department of Pharmacy, Tezuka Hospital, Tokushima, Japan
SUMMARY
We report on a new mat experimentally developed by us for changing the position of the body
（named i-mat）, based on an idea of a floating body. ［Method］At first,４, approximately７０cm long,
belts were attached to both the right and left side of the pad for tying to the beds. For a lateral
position with a３０-degree tilt to the right side, the belt attached on the left side is fixed to the right
bed fence and the length of the belt is adjusted so that the patient’s position becomes lateral with a
３０-degree tilt. The body pressure levels（mmHg）at sites of bone were measured after position
changes by using a simple body pressure-measuring device（PREDIA）in１０patients with an in-
dependence degree of daily living rating of C２（group i）in whom the i-mat was used, and compared
with the levels measured after position changes in patients where a mat made of urethane
（Nasentpat）was used（group N）. ［Results］The pressure levels in the sacral region and occipi-
tal region could be significantly lowered in group i as compared with that in group N. We also
measured and compared the pressures at the major trochanter, acrominon, and iliac regions, be-
cause the high-pressure loaded region shifted to these regions on the side facing the bed in the lat-
eral position. No significant differences in the pressure levels at the major trochanter and acromi-
non were found between the i and N groups. The pressure level in the iliac region in the i group
was significantly higher than that that in the N group. ［Conclusion］Use of this experimentally
produced i-mat can significantly lower the pressure load at the sacral and occipital regions when
the patient is placed in the lateral position of either side with a３０-degree tilt, as compared to that of
Nasentpat. But it appears that caution should be exercised to prevent the occurrence of bedsores
in the iliac region.
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